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The use of GEM foils for the amplification stage of a TPC instead of a con- 
ventional MWPC allows one to bypass the necessity of gating, as the backdrift 
is suppressed thanks to the asymmetric field configuration. This way, a novel 
continuously running TPC, which represents one option for the PANDA cen- 
tral tracker, can be realized. A medium sized prototype with a diameter of 
300 mm and a length of 600 mm will be tested inside the FOPI spectrometer at 
GSI using a carbon or lithium beam at intermediate energies (E = l-3AGeV). 
This detector test under realistic experimental conditions should allow us to 
verify the spatial resolution for single tracks and the reconstruction capability 
for displaced vertexes. A series of physics measurement implying pion beams is 
scheduled with the FOPI spectrometer together with the GEM-TPC as well. 
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1. Introduction 

To face the challenges of the physics program in PANDA (Antiproton 
An nihilations at Darmstadt), the cylindrical central tracker of the Tar- 
get Spectrometer (TS) has to fulfill the following requirements 1 : multiple 
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track identification (up to 1000 tracks superimposed inside the TPC all the 
time), high spatial resolution (<j rtp ~ 150 /im,, er 2 w 1mm), high momentum 
resolution (w 1%), minimal material budget (~ 1 % of radiation length), 
high rate capability, resistance against aging, etc. Due to the beam charac- 
teristics, the TPC has to work in a continuous mode, i.e. without gating, 
which is another big challenge from the technical point of view. 
A Time Projecting Chamber (TPC) with Gas Electron Multiplier (GEM) 
Readout not only fulfills all the requirements above, it furthermore provides 
very good dE/dx measurements also in the region of low momenta, which 
is very useful for particle identification. 

In addition, the successful commissioning of the GEM-Detectors for the 
COMPASS (Common Muon and Proton Apparatus for Structure and 
Spectroscopy) experiment 2 shows, that this kind of detector has excellent 
properties concerning high rate capability and intrinsic suppression of ion 
backflow. Such properties enables a GEM based TPC to operate in an un- 
gated mode. In the next sections the actual development state, the progress 
and test results of a GEM-TPC prototype developed by our group will be 
discussed in detail. 

2. Test results of 80 mm test chamber 

A first 80 mm GEM-TPC test chamber has been build and tested in the 
laboratory with PASA/ALTRO 3 (10 MHz sampling rate) electronics using 
cosmic muons. It had a rectangular readout padplane with a pad size of 
0.8mmxl.0mm and a pitch of 1.0 mm x 1.2 mm. For details see Ref. 4 Here 
only the spatial resolution along the short side of the rectangular pads are 
shown (see Fig. 1). From this figure one can see that the average spatial 
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Fig. 1. The y-Axis resolution in dependency of the drift length. Red squares indicate 
the resolution along the y-Axis (short side of the pads). The black curve is a fit, taking 
diffusion into account. 
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resolution along the short side of the pads is about 200/z m. The Gas mixture 
used for this experiment was Ar/CC>2 (70/30). 

3. Upgrade of the test chamber 

Since the charge distribution of rectangular pads is not homogeneous, due to 
the different distances between diagonal and direct neighboring pads, it has 
been decided to use hexagonal pads for the readout padplane. Simulations 
have shown that the spatial resolution saturates for a pad-radius smaller 
than 1.5mm, due mainly to diffusion effects. To validate this result, the new 
padplane for the test chamber has been equipped with pads in two different 
sizes, namely 1.5 mm and 1.25 mm. Furthermore the PASA/ALTRO based 
readout has been replaced by an AFTER based readout. This AFTER 
chip can be operated with 20 MHz sampling rate and has much lower noise 
(« 800 e") than the PASA/ALTRO chip (w 1900 e"). 

4. Test setup at ELSA 

A beam telescope was set up at the ELSA accelerator facility to perform 
a first test of the GEM-TPC prototype with a low intensity electron beam 
(Ej,eam « 500 MeV) This telescope consists of two GEM-Detectors, four 
silicon strip detectors and four scintillators for triggering. During the first 
tests this beam telescope has been commissioned. The spatial resolutions 
of the reference detectors, which can be achieved at the moment, are shown 
in table 4. The measured beam profile can be seen in Fig. 2. 



Detector 


GEM 1 


GEM 2 


Silicon 1 


Silicon 2 


Y-Resolution [/im] 


100 


150 


5 


5 


X-Rcsolution [fim] 


200 


250 


10 


10 



5. First tests 

During the first test it was possible to obtain first electron tracks inside the 
test chamber (see Fig. 3). 

For a second test the firmware of the readout electronics was updated and 
a full 2D beam profile was observed. Besides, the noise of the electronics 
could be reduced to a sigma of few adc channels (see Fig. 4) The peaks in 
the noise distribution are due to the geometry of the tracks on the front-end 
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Fig. 2. Cluster hits of silicon strip detectors (left) and GEM detectors (right). Since 
the GEM2 is mounted downstream behind the TPC, the broadening of the distribution 
can be explained by multiple scattering. The geometry of the distributions is caused by 
the trigger scintillators. 



card. For the main prototype the front end cards will get a different geom- 
etry to reduce this effects. The dips are caused by unconnected channels. 
Furthermore an alignment of the hole setup with photogrametry was done. 




Fig. 3. On the left side the time structure of signals inside the test chamber are shown. 
All amplitudes are pedestal corrected. On the right side the corresponding pads are 
shown. 



6. GEM-TPC Prototype 

In parallel to the test with the small chamber, the construction of the 
prototype is ongoing. The first version of the padplane for the prototype 
has been finished and the connectors for the frontend cards were soldered 
on this padplane. A cooling device, the so called cooling-pot, has been 
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Fig. 4. Exemplary the sigma of the noise distribution for chips 10 and 11 versus channel 
number are shown. The peaks in the noise distributions are due to the track length and 
track position on the readout PCB. The dips are unconnected channels. In the future 
new frontend cards with shorter tracks will be used. 

machined and tested. Furthermore a flange to distribute the gas, the low 
and the high voltage was build. The high voltage testing of the GEM foils 
is finished successfully and some of the foils are already glued onto frames 
to build the GEM stack. 

7. Summary and Outlook 

The beam telescope was commissioned successfully and tracks could be 
reconstructed. In the tests with the test chamber first tracks and also a 
beam profile was obtained. Lots of data for further analysis were taken. 
The construction of the prototype is ongoing and many parts are already 
produced and tested. 

In April 2010 a test of the prototype at the FOPI spectrometer at the 
"Gesellschaft fur Schwerionenforschung" (GSI) with a proton beam with 
3.0 GeV kinetic beam energy is foreseen. 
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